Transcutaneous bilirubinometry. Interinstrumental variability of TcB instruments.
We studied the interinstrumental variability of the transcutaneous bilirubin meter (TcB) in 35 high risk neonates, using eight commercially available TcB instruments. Our study showed that commercially available TcB instruments were stable and had little interinstrumental variability for repeated TcB measurements at the forehead, chest, and sternum.